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Abstract 

The rapid spread of COVID-19 including recent emergence of new variants with its extreme 

range of pathologies create an urgent need to develop a versatile sensor for the rapid, precise, 

and highly sensitive detection of SARS-CoV-2. Herein, we report a microcantilever-based 

optical detection of SARS-CoV-2 antigenic proteins in just few minutes with high specificity 

by employing fluidic-atomic force microscopy (f-AFM) mediated nanomechanical deflection 

method. The corresponding antibodies were first grafted on the gold-coated microcantilever 

surface pre-functionalized with EDC-NHS chemistry for a suitable antibody-antigen 

interaction. Rapid detection of SARS-CoV-2 nucleocapsid (N) and spike (S1) receptor binding 
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domain (RBD) proteins was first demonstrated at a clinically relevant concentration down to 

1 ng mL-1 (33 pM) by real-time monitoring of nanomechanical signal induced by antibody-

antigen interaction. More importantly, we further show high specific detection of antigens 

with nasopharyngeal swab specimens from patients pre-determined with qRT-PCR. The 

results take less than 5 minutes (swab to signal ≤ 5 min) and exhibit high selectivity and 

analytical sensitivity (LoD: 100 copies mL-1; 0.71 ng mL-1 of N protein). These finding 

demonstrate potential for nanomechanical signal transduction towards rapid antigen 

detection for early screening of SARS-CoV-2 and its related mutants.  

Key words: microcantilever; SARS-CoV-2; detection; sensitivity; antigens; sensor 

 

1. Introduction 

The outbreak of Severe Acute Respiratory Syndrome Coronavirus-2 (SARS-CoV-2) has 

resulted in, as of September 7, 2021, over 220 million cases worldwide including 4.56 million 

deaths. Given the long incubation period of COVID-19 (2-14 days) and its highly contagious 

nature, the early and large-scale screening of COVID-19 is of paramount importance to reduce 

viral transmission. Since the FDA EUA approved real-time qRT-PCR for molecular diagnosis 

of COVID-19, it has been utilized as a ‘gold standard’ for SARS-CoV-2 detection (World 

Health Organization 2021). However, RT-PCR suffers from long turnaround time due to 

complicated sample preparation and laboratory analysis which affects the diagnostic accuracy 

(Tahamtan and Ardebili, 2020). In addition, the need for specialized instruments to perform 

the test and specialists to operate the equipment make it un-reachable in resource-poor 

settings. Immunoassays to detect SARS-CoV-2 antigens are an alternative to PCR-based 

testing approaches, and they offer significant potential benefits. There are antigen tests 

available, but they often suffer from higher false positives and false negatives rates (Scohy et 

al., 2020). The inaccurate tests are in fact detrimental to disease spread and its management. 

Hence, there continues to be an urgent need for a rapid, cost-effective, point-of-care (POC) 

antigen tests that can directly detect SARS-CoV-2 immunogenic proteins with high sensitivity 

and specificity even before the onset of symptoms. 

Since the start of this pandemic, researchers have employed different methodologies for the 

detection of SARS-CoV-2 virus in conjugation with the standard qRT-PCR test. Researchers 
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demonstrated a graphene-based FET (Field-Effect Transistor) sensor for the rapid detection of 

SARS-CoV-2 after functionalizing it with SARS- CoV-2 spike antibody (Seo et al., 2020). Saline 

gargle solution was used to detect SARS-CoV-2 nucleoprotein peptides in COVID-19 infected 

patients using Mass spectroscopy technique (Ihling et al., 2020). Researchers have also 

employed humanized antibody-based method for the colorimetric detection of SARS-CoV-2 

nucleocapsid protein (Kasetsirikul et al., 2020).  Thus, there is a continued need to develop 

sensing or diagnostic assays for Covid-19 disease based on multiple antigens associated with 

SARS-CoV-2 virus. Most lateral flow assays utilize nucleocapsid (N) protein which has not 

undergone significant mutational changes. The viral spike protein (S) in fact, has evolved in 

recent months through mutations and some variants may escape neutralizing antibodies from 

the vaccine (Zhang et al., 2020; Hahn et al., 2020).  Thus, there is an urgent unmet need for an 

antigen test that can be accurate (though multiplexing and with redundancies), fast (less than 

5 mins from swab to signal), POC (point-of-care), sensitive, and fulfils many other economic 

and ergonomic considerations.  

Microcantilever-based sensor platforms have been used significantly over the decades in 

biomolecular detection due to their low cost, high sensitivity, rapid response, and label-free 

detection system (Agarwal et al., 2018; Larvik et al., 2004; Boisen et al., 2011; Agarwal et al., 

2020). The microcantilever sensor platforms work as a transducer for the translation of a 

biomolecular recognition phenomenon on its surface into a deflection signal (Fritz et al., 2000). 

These microsensors are preferred since they consist of an integrated array inside a chip which 

makes them amenable for parallel detection of several analytes at a time (Tamayo, 2013). 

Herein, we demonstrate an ultra-rapid (≤ 5 min), highly sensitive (LoD: 100 copies/ml; 0.71 ng 

/ml of N protein), high-specificity detection of SARS-CoV-2 in nasopharyngeal swab 

specimens from the patients that were corroborated with prior qRT-PCR method to establish 

commensurate proportion of the viral load (copies/ml). Prior to detection, corresponding 

antibodies were first coated on the gold coated cantilever surface using EDC-NHS chemistry 

(Singh et al., 2020; Viola et al., 2015; Samantha and Sarkar. 2011; Fischer, 2010). We initially 

optimized the assay by detecting SARS-CoV-2’s major immunogenic spike (S1) and 

nucleocapsid (N) proteins by employing microcantilever sensor platform with detection 

sensitivity down to 1 ng/ml (33 pM). Following this, we successfully demonstrated the 

specificity of our developed sensor through cross-validation using MERS-CoV and Influenza 
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A viral samples on the microcantilever surface. We also studied the binding efficacy of spike 

protein (RBD) from mutant U.K variant (Alpha/B.1.1.7) with respect to their wild-type 

counterpart on the microcantilever surface.  

 

   Fig. 1: Optical detection scheme of SARS-CoV-2 S1 (RBD-Receptor Binding Domain) protein on a 

microcantilever surface 

 

2. Materials and Methods 

2.1 Chemical reagents and materials: SARS-CoV-2 Chimeric monoclonal antibody for 

Spike (S1) protein (40150-D003), SARS-CoV-2 Chimeric monoclonal antibody for 

Nucleocapsid (N) protein (40588-R0004), SARS-CoV-2 Spike (RBD) protein (40150-V08B2), 

SARS-CoV-2 nucleocapsid (N) protein (40588-V08B) and MERS-CoV nucleocapsid protein 

(40068-V08B) were all purchased from Sino Biological Inc. Recombinant Human coronavirus 

SARS-CoV-2 glycoprotein (ab281471) and FITC-anti SARS-CoV-2 spike glycoprotein antibody 

(ab282742) were purchased from Abcam. Phosphate Buffer Saline (PBS), PBS-Tween 20 

sachets, Bovine Serum Albumin (BSA), and 11-Mercaptoundecanoic acid (MUA) were 

purchased from Millipore-Sigma. 1-Ethyl-3-(3-dimethylaminopropyl) carbodiimide and 
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Sulfo-NHS were received from ThermoFisher Scientific. Nasopharyngeal swab specimens 

were collected from individuals presenting to Northwestern Memorial Hospital, Chicago. The 

spike protein (S1-RBD) from mutant UK variant B.1.1.7 was also purchased from Sino 

Biological Inc (40591-V08H12). The set-up used for the deflection experiments was Bruker 

Bioscope Resolve liquid imaging system. The tipless silicon cantilevers used in these 

experiments were acquired from Nanoworld Incorporation.  

2.2 Preparation and Functionalization of the Microcantilever Surface: The gold coated 

cantilevers were plasma cleaned prior to antibody immobilization step to remove any organic 

residues. The anti-SARS-CoV-2 antibodies (against S1 and N proteins) were covalently 

attached onto the gold coated cantilever surface through EDC-NHS chemistry inside a glass  

 Fig. 2:  Schematic of cantilever biofunctionalization using EDC-NHS chemistry. Monoclonal antibodies 

for spike and nucleocapsid proteins were immobilized on functionalized microcantilever surface. 

plate containing tiny wells (See Supplementary Information, Fig. S3). First, the cantilevers 

were immersed in 10 mM solution of 11-Mercaptoundecanoic acid (MUA) prepared in 

Ethanol to graft carboxylic groups on the surface followed by rinsing multiple times through 

DI water. The activation of these carboxylic groups was carried out by putting the cantilevers 

for incubation in a 100 µl solution mixture of 5 mM Carbodiimide EDC and 5 mM Sulfo-NHS 

in DI water. After rinsing with DI water, these functionalized microcantilevers were incubated 

overnight at 4 °C in 20 μg/ml of antibody solutions (separately for S and N proteins) prepared 

in PBS and 0.05 % bovine serum albumin (pH = 7.4) to facilitate the covalent immobilization 
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(Fig. 2). Here bovine serum albumin (BSA) was used to block the remaining sensor surface to 

minimize non-specific interaction. We first performed multiple experiments to optimize the 

antibody coverage on the cantilever surface and chose 20 µg/ml as optimum concentration for 

the deflection measurements (see Supplementary Information, Fig. S1). Microcantilevers were 

then washed with PBS-tween-20 solution, dried and then fixed in the AFM sample holder. 

The sensor characterization for antibody immobilization and antigen binding has been shown 

in supplementary information (Fig. S6). 

2.3 Experimental Detection Method:  

Specific biomolecular binding results in lateral stress that imposes a bending moment on the 

free end of the microcantilever. The microcantilever bends upwards or downwards in 

response to a tensile or compressive surface stress, respectively. The deflection can be 

monitored real-time with exquisite sensitivity, similar to AFM in operation. The receptor-

coated microcantilever is typically positioned next to a passivated reference cantilever for a 

differential signal read-out to improve specificity in the detection. The sensitivity in these 

measurements is governed by ability to measure minute slightest deflections quantitatively 

and reproducibly. 

The tipless gold coated silicon cantilevers used in these experiments (500 μm long, 95 μm wide 

and 1 μm in thickness) were acquired from Nanoworld Incorporation (See Supplementary 

Information, Fig. S2). The cantilevers and experimental conditions used in each measurement 

were similar. The absolute deflection at the free end of each cantilever (Δz) was measured 

using a fluidic-atomic force microscopy (f-AFM) based optical detection system. The relation 

between the deflection signal and resultant differential surface stress Δσ, is expressed by the 

famous Stoney’s equation (Stony, 1909), 

    Δσ = 1/4.(t/L)2 .E/(1-ν). Δz 

where L is the effective length of the cantilever, t is the thickness, and E/(1-ν) is the ratio 

between the Young’s modulus E (130 GPa for Si) and Poisson ratio ν  (0.28 for Si). The force 

constant of these cantilevers was around 0.03 N/m. Because a cantilever deflection also 

strongly depends on geometry, all the cantilevers used in these measurements were exactly 

similar in their geometry. The positive (upward) or negative (downward) cantilever bending 
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due to change in surface stress as a result of antibody-antigen interaction is directly related to 

the quantitative measurements for the bindings. The deflection experiments were performed 

inside a microfluidic reaction chamber sized approximately 2 mm in diameter while 

maintaining a constant temperature. The biofunctionalized microcantilevers were brought in 

close proximity to a microfluidic chamber through stepper motor which contains antigen 

solution (10 µl approx.). The deflection experiments were performed for different 

concentrations of SARS-CoV-2 spike (S1) and nucleocapsid proteins (N) prepared in PBS 

buffer (pH 7.4); in addition to actual patient samples. As a cantilever start bending 

(downwards) due to surface stress, its vertical deflection was measured.   

3. Results and Discussion 

3.1 Detection of SARS-CoV-2 Spike (S1) Protein 

The micro cantilever based optical detection system was employed to detect SARS-CoV-2 S1 

proteins. Apart from being a major transmembrane structural protein, spike protein is also 

highly immunogenic and possesses diverse amino acid sequences among the corona virus 

family making it an important target to develop a specific diagnostic platform for SARS-CoV-

2 (Grant et al., 2020). Microcantilevers biofunctionalized with anti-S1 protein antibody (20 

µg/ml) were used to quantify the detection signal using different concentrations of S1 protein 

(1µg/ml, 100 ng/ml, 10 ng/ml and 1.0 ng/ml, respectively). The real-time deflection 

measurement was monitored for 15 minutes, as demonstrated in Fig. 3a. We observed the 

deflection signal within 2-3 minutes of sample introduction which can be abbreviated to 

specific and selective interaction between the antibody and viral antigen. As shown in the 

figure, the sensor signal started saturating after 10-11 minutes of antibody-antigen reaction. 

The deflection signal (Δz) exhibited descending trends with decreasing antigen 

concentrations, i.e., 1 µg/ml (79.20 +/- 3-4 nm), 100 ng/ml (58.20 +/- 3-4 nm), 10 ng/ml (37.70 +/- 

3-4 nm), and 1 ng/ml (22.10 +/- 3-4 nm), respectively, demonstrating highly specific binding 

between anti-S1 antibody and S1 protein. As illustrated in the Fig 3 (a), the cantilever with 

highest S1 concentration (1 μg/ml) showed a maximum bending signal (79.20 +/- 3-4 nm) 

whereas cantilever with the lowest antigen concentration (1 ng/ml) showed the minimum 

response (22.10 +/- 3-4 nm). These results can be attributed to the biomolecular interaction 

between the antibody and its corresponding target antigen resulting in an increased 
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compressive stress on the cantilever surface, and thus generating a large deflection signal (Wu 

et al., 2013; Wu et al., 2001). The observed signal was reproducible with in ± 3-4 nm of variation 

for a given concentration after running series of experiments.  

3.2 Detection of SARS-CoV-2 Nucleocapsid (N) Protein 

After successfully demonstrating the S1 protein detection, we investigated the cantilever 

response towards the SARS-CoV-2 Nucleocapsid (N) protein. It is one of the 5 major non-

structural proteins of coronavirus which is also highly immunogenic and has more stable and 

conserved amino acid sequences among the coronaviruses (Lu et al., 2020). This intrigued us 

to study N protein mediated cantilever deflection and its comparison with S1 protein signal. 

Microcantilevers biofunctionalized with anti-N protein antibody (20 µg/ml) were used for the 

deflection measurements. As shown in Fig. 3b, the maximum cantilever deflection (61.59 +/- 

3-4 nm) was measured for 1 µg/ml of N-protein concentration, whereas the minimum 

cantilever deflection (11.76 +/- 3-4 nm) was exhibited by the lowest antigen concentration (1 

ng/ml). Figure 3 (a & b) shows that the observed values for cantilever deflection in the case of 

S1- protein was large in comparison with N protein for all the concentrations used which can 

be attributed to the difference in the magnitude of the surface stress generated in both cases 

(Tamayo, 2013). The observed experimental variation for deflection between the 

measurements were found to be in the range of +/- 3-4 nm and hence we have incorporated 

an error bar in each plot (Fig. 3a and b).  

Further, in order to establish the specificity and to greatly increase the efficacy of our detection 

method to specific markers, we performed some cross-validation experiments to check the 

cross-reactivity with N and S1 proteins in different combination (Surkova et al., 2020; Ramdas 

et al., 2020). First, the cantilever coated with anti-S1 antibody was allowed to react with SARS-

CoV-2 N protein (1µg/ml) and the data was recorded. Figure 3a (pink line) shows that the 

cantilever did not show any significant deflection signal (approximately 3-4 nm) due to the 

absence of any antibody-antigen interaction on its surface after the introduction of N protein. 

Furthermore, another cantilever coated with anti-S1 antibody was allowed to interact with a 

mixture of N and S1 protein solution (Anti-S/N-S mix), using 1 µg/ml concentration for each 

protein. As seen in Fig. 3a (brown line), the deflection profile is similar (76 +/- 3-4 nm) to the 

detection of S1 protein alone (black line, Fig. 3a) indicating a specific interaction between anti-
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S1 antibody and S1 protein. Similar experiments were performed for anti-N antibody coated 

cantilevers (Fig. 3b) which were then interacted with S1 protein (pink line) and a mixture of 

N and S1 proteins (anti-N/S-N mix) in separate experiments. These cantilevers also 

demonstrated the similar trends with a maximum bending signal for N protein and a 

negligible deflection with the non-specific S1 protein. The experiments conducted here 

ascertain that our sensor platform is not only sensitive, but highly specific for SARS-CoV-2 

spike and nucleocapsid protein detection. Figure 1(c) displays the deflection values for S1 and 

N protein from the optical measurements conducted. 

 

 

Fig.3 Concentration dependant response curves for SARS-CoV-2 S1 and N proteins; cross-validation 

and control experiments were also performed by interacting both S1 and N proteins in different 

combinations on the cantilever surface to ascertain the specificity in the detection, (a) Quantification 
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plots for S1 protein detection, (b) Quantification plots for N protein detection, (c) Table for deflection 

values for different concentrations of S1 and N protein. Anti-S/N protein: detection of N protein onto 

an anti-S1 antibody conjugated cantilever (cross-validation); Anti-S/N-S mix: interaction of N and S1 

protein mixture solution onto an anti-S1 antibody coated cantilever surface (cross-validation); anti-N/S 

protein: detection of S1 protein onto an anti-N antibody conjugated cantilever (cross-validation); anti-

N/S-N mix: interaction of S1 and N protein mixture solution onto an anti-N antibody conjugated 

cantilever surface. The measurements were performed on multiple cantilevers for each concentration. 

Though, the data represented here is for individual cantilever to demonstrate our sensor characteristics.    

 

3.3 SARS-CoV-2 Detection in Clinical Samples From COVID-19 Patients  

Having successfully detected S1 and N proteins in isolation, we then sought to demonstrate 

the sensitivity of our microcantilever system for detecting SARS-CoV-2 in patient specimens. 

The nasopharyngeal swabs samples were freshly collected from the patients admitted in the 

hospital (Johnson, 1990). Prior to testing, the samples underwent a viral heat inactivation 

procedure by incubating them in a water bath at 65 ºC for 30 minutes (Batejat et al., 2021; 

Burton et al., 2021). The positive samples used for the study had a spectrum of Ct values 

consistent with high (low Ct value) and low (high Ct value) viral load. The information 

regarding patient sample collection and processing has been placed in the supplementary 

information (SI). The deflection measurements were carried out with respect to the different 

Ct values from nine different patient samples. As seen in Fig. 4a, the positive sample with the 

highest Ct value (39.7)/ (≈ 95 copies/ml) yielded the lowest deflection (8.46 +/- 3-4 nm) whereas 

maximum deflection (48.91 +/- 3-4 nm) was exhibited by the patient sample having the lowest 

Ct value (13.18)/ (≈ 6.2 ×109 copies/ml). This is consistent with the fact that samples with the 

high Ct values generally have low viral load and hence low concentrations of N protein 
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Fig. 4 Optical deflection measurement on patient samples with different Ct values. The curve represents 

deflection measurement for each Ct value along with the corresponding viral load (copies/ml) in the 

patient samples collected. The positive sample with the highest Ct value (39.7) yielded the lowest 

deflection (6.25 +/- 3-4 nm) whereas maximum deflection (47.97 +/- 3-4 nm) was exhibited for the patient 

sample having the lowest Ct value (13.18).  The sensor did not show any measurable deflection for non-

specific samples from MERS-CoV and Influenza A virus strain demonstrating specificity of the sensor, 

(b) Deflection curve for different Ct values with relative standard deviation (RSD) values. Error bars 

represent the standard error of three cantilevers, (c) Representation of deflection curve after the linear 

fitting, (d) Sensor stability measurement for a different period of time. The sensor exhibited stability in 

the data without losing any significant sensitivity for a period of fifteen days. The deflection and related 

RSD values have been provided in tabulated form in supplementary information (Table S4). 

 (≈ 0.71 ng/ml for the highest Ct value (39.71)-calculated from the standard N protein data) 

present in the solution to interact with the corresponding antibody on the cantilever surface 
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as opposed to the sample with a low Ct value. As described earlier, more and high affinity 

binding events result in increase in the resultant stress on the cantilever surface causing more 

deflection. In addition, we further evaluated the deflection signal with samples collected from 

healthy subjects with no SARS-CoV-2 infection (negative samples). As shown in Fig. 4a (top 

navy blue and golden olive curves lines), there was no significant deflection for the samples 

taken from non-COVID individuals (negative). This implies that there is very little or no 

nucleocapsid protein present in the sample to bind to its target antibody. We assert that 

despite limited number of samples, the data demonstrate potential practical and rapid (< 5 

minutes from swab to signal) detection of SARS-CoV-2 antigens in patient sample with high 

sensitivity, specificity, and selectivity. The different Ct values and viral load (viral copy 

numbers) along with their corresponding cantilever deflection (Avg.) max values from SARS-

CoV-2 positive and negative individuals are given in Supplementary Information (Table S3). 

The detailed information regarding the viral copies number in the patient samples is given in 

Supplementary Information (Table S2). 

In order to demonstrate repeatability and reproducibility, the data were plotted with the 

relative standard deviation (RSD) for all the Ct values (Fig. 4b). The curve doesn’t show much 

variation in the deflection sensitivity within each Ct value validating our detection method. 

Also, the sensor demonstrated a good linearity towards the target detection (R2 = 0.995), as 

seen from Fig.4c. Further, the stability test was conducted to check the long-term storability 

of our sensor. Th cantilever devices were coated with antibody against the target analyte and 

stored at 4°C till further use for target detection. As seen in Fig. 4d, the deflection sensitivity 

for a 15-days incubated cantilever remained almost the same as the 1st day data (≈ 0.5-1.0 nm 

deflection decay). These results clearly suggest that the sensor is stable enough to be 

developed as a point-of-care platform for COVID-19 diagnostics. 

3.4 Specificity of the sensor 

The sensor devices were subjected to demonstrate that our sensor is highly specific to SARS-

CoV-2 nucleocapsid protein only. Figure 3a represents data for sensor specificity employing 

Influenza A (H1N1) and MERS-CoV virus sample. Nasopharyngeal swab samples collected 

from patients infected with Influenza A (H1N1) virus with a higher viral load (Ct = 19.33) was 

applied onto the cantilevers coated with SARS-CoV-2 nucleocapsid antibody. The result from 
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this measurement revealed that the cantilever device did not show any measurable reactivity 

with H1N1 viral nucleocapsid protein. We also evaluated sensor specificity using MERS-CoV 

nucleocapsid protein sample prepared in PBS buffer solution. The measurement didn’t show 

any significant cantilever deflection cross-validating our sensor specificity. These results 

confirm that our sensor is highly specific to SARS-CoV-2 and opens up substantial possibilities 

to be developed as a point-of-care platform for COVID prognosis and its management.      

3.5 Evaluating limit of detection (LOD) through serial dilution 

In order to determine the experimental limit of detection (LoD) of our developed sensor, eight 

serially diluted samples were prepared from the clinical patient sample corresponding to the 

reported highest Ct value, i.e., 13.18 (6.2 ×109 copies/ml).  All the samples were incubated in 

the lysis buffer (extraction buffer) for some time before applying on the cantilever devices for 

optical deflection experiment (fluidic AFM). The plot indicates a strong linear relationship 

between the logarithms (log10) of viral concentrations from 100 copies/ml to 6× 109 copies/ml 

and their corresponding deflection values (R2 = 0.998), as seen in (Fig. 5). As seen in the plot, 

the highest deflection (44.25 nm) was observed for the undiluted sample with highest viral 

load (6 ×109 copies/ml) whereas the sample with the lowest viral load (100 copies/ml) 

demonstrated the minimal deflection (6.68 nm). The sensor was not able to detect viral copies 

in further dilutions (< 100 copies/ml) which implies that the observed limit of detection (LoD) 

of our sensor can be considered as ≈100 viral copies/ml which is at par or better than many 

technologies reported in the literatures and currently available in the market (Zhena et al., 

2020; FDA, 2021). The deflection values of the patient sample with different serial dilutions 

have been shown in supporting information (table S5). 
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   Fig. 5.  Curve for serial dilution measurement of patient’ sample for the determination of LoD. A series 

of eight different dilutions were used from a SARS-CoV-2 positive specimen with a cycle threshold (Ct) 

value of 13.18 (6 ×109 copies/ml). The experiments were conducted on three individual microcantilevers. 

The error bar in the curve represents the standard error of the mean.  

3.6 A performance comparison with other existing platforms 

Table 1 demonstrates a comparison between the different SARS-CoV-2 detection platforms 

reported in literature and currently in use and our developed platform with respect to its 

speed (time), sensitivity, specificity, and limit of detection (LoD). The sensor capabilities of 

our platform include its high speed of detection (swab to signal ≤ 5 min) making it high 

throughput, higher analytical sensitivity (low LOD), capable of detecting mutant strain, and 

a possible multiplexing with integrated electronics and sensor array. The lower limit of 

detection (100 copies/ml; 0.71 ng/ml) is crucial in COVID testing and its management when a 

very low viral load is present during the initial days of infection, and first sign of disease 

appear. For qRT-PCR based assay, any sample above a Ct value of 35 is considered as negative 
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which is the range of sensitivity (LoD) for qPCR (Perchetti et al., 2021). The higher analytical 

sensitivity of our sensor can produce significantly lower false negative results which is very 

critical in pandemic control and can be a game changer in COVID diagnostics.  

Table 1.  A comparison in sensor performance of reported and commercially available SARS-CoV-2 

diagnostics with microcantilever sensor platform (Zhena et al., 2020; FDA, 2021).   

Entity Speed 

(time) 

Sensitivity Analytical 

sensitivity 

(LoD)  

Attributes References 

SD Biosensor 

(Roche diagnostics) 

 

15-30 

min 

99.2 % 0.25-1.25 

ng/ml 

Antigen test 

(LFA) 

Corman et., 

2021 

BinaxNOW™ 

COVID-19 Ag card 

(Abbott) 

 

15 min 84.6 % 4.04 × 104 

copies/swab 

Antigen test 

(LFA) 

Frediani et al., 

2016; Perchetti 

et al., 2021 

ID now COVID-19 

(Abbott) 

 

13 min 100 % 20,000 

copies/ml  

Isothermal 

amplification 

(LAMP assay) 

Basu et al., 

2020 

XpertXpress SARS-

CoV-2/ Flu/RSV 

(Cepheid) 

 

Not 

known 

97.9 % 100 copies/ml qRT-PCR Leung et al., 

2021 

Simoa SARS-CoV-2 

N protein antigen 

test (Quanterix) 

 

2-3 h 97.7 % 0.09 pg/ml Antigen test 

(Sandwich 

ELISA) 

Shan et al., 

2021 

RIDA® SARS-CoV-2 

rapid antigen test 

(R-Biopharm) 

 

20 min 95 % 237TCID50/ml Antigen test 

(LFA) 

Kohmer et al., 

2021 

MIP-based N-

antigen detection 

15-20 

min 

Not known 27 fM Electrochemical Raziq et al., 

2021 
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Graphene based 

spike (S) antigen 

detection 

 

5 min Not known 100 fg/ml Field Effect 

Transistor 

Seo et al., 2020 

Cell based detection 

of spike antigen 

 

3 min 92.8 % 1-10 fg/ml Electrochemical Mavrikou et 

al., 2021 

*Microcantilever 

technology 

≤ 3 min 98 % 100 copies/ml 

(0.71 ng/ml of 

N protein 

concentration) 

Antigen test 

(Nanomech- 

-anical) 

This work 

 

Since new SARS-CoV-2 variants are emerging rapidly (eg. newly emergent Delta variant), we 

further extended our experiments to study the binding affinity of spike protein (S1) from 

mutant U.K variant (B.1.1.7) with wild type antibodies from the original strain (Xie et al., 2021; 

Tang et al., 2021; Li et al., 2020; Jackson et al., 2021; Weng et al., 2021). We hope and anticipate 

such studies may further guide the development of therapeutics and vaccine against SARS-

CoV-2 (Gomez et al., 2021). The detailed binding study of mutant UK variant on the cantilever 

surface has been provided in the Supplementary Information (Fig. S7 and Table S6). 

4. Summary and Conclusions 

In this work, we demonstrated microcantilever-based nanomechanical detection of SARS-

CoV-2 in patient nasopharyngeal swab samples with high degree of sensitivity, specificity, 

and selectivity in just a few minutes (“swab to signal” in less than 5 mins). The sensor exhibits 

an ultra-high level of sensitivity by detecting as low as 100 viral copies/ml (0.71 ng/ml of 

nucleocapsid protein) in patients’ swab samples within a good linear range. The sensing 

capability of the developed platform was first determined by detecting SARS-CoV-2 S1 and 

N proteins at a concentration down to 1 ng/ml (33 pM). Patient sample data provided a 

favourable selectivity by showing no measurable deflection on samples from MERS-CoV and 

Influenza A virus, cross-validating our sensor platform. Our experimental results collectively 

demonstrate efficacy for a highly sensitive, and rapid antigen-based test for SARS-CoV-2 
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management and possess better sensor performance compared to reported and currently 

existing commercially available platforms. However, this technology lags in sensing multiple 

analytes at a time but our ongoing work on a possible multiplexing by integrating electronics 

and sensor arrays could pave a way for a rapid, accurate and cost-effective detection of COVID-

19 antigens and potentially mutant variants together. 
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                                                                Research highlights 

 

 Microcantilever-based rapid antigen test for SARS-CoV-2 S1 and N proteins 

detection 

 

 Rapid detection of COVID-19 in patients’ nasopharyngeal swab sample (swab 

to signal ≤ 5 min) with cross-validation 

 

 Demonstrated higher analytical sensitivity in detection (LoD: 100 copies/ml; 

0.71 ng/ml of N protein)  

 

 Studied the binding affinity of spike protein (S1) from mutant U.K variant 

(B.1.1.7) for designing therapeutics 

 

 Provide a multiplexing possibility with integrated electronics and sensor 

array 
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